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Abstract: The increased popularity of brain-computer interfaces (BCIs) has created a new demand
for miniaturized and low-cost electroencephalogram (EEG) acquisition devices for entertainment,
rehabilitation, and scientific needs. The lack of scientific analysis for such system design, modularity,
and unified validation tends to suppress progress in this field and limit supply for new low-cost
device availability. To eliminate this problem, this paper presents the design and evaluation of a
compact, modular, battery powered, conventional EEG signal acquisition board based on an ADS1298
analog front-end chip. The introduction of this novel, vertically stackable board allows the EEG
scaling problem to be solved by effectively reconfiguring hardware for small or more demanding
applications. The ability to capture 16 to 64 EEG channels at sample rates from 250 Hz to 1000 Hz and
to transfer raw EEG signal over a Bluetooth or Wi-Fi interface was implemented. Furthermore, simple
but effective assessment techniques were used for system evaluation. While conducted tests confirm
the validity of the system against official datasheet specifications and for real-world applications,
the proposed quality verification methods can be further employed for analyzing other similar EEG
devices in the future. With 6.59 microvolts peak-to-peak input referred noise and a −97 dB common
mode rejection ratio in 0–70 Hz band, the proposed design can be qualified as a low-cost precision
cEEG research device.
Keywords: biomedical signal processing; electroencephalogram; brain-computer interface;
analog front-end; acquisition device
1. Introduction
The increasing awareness of brain–computer interfaces (BCI) for brain signal analysis has sparked
new interest in electroencephalogram (EEG) acquisition device development. Various rehabilitation [1],
entertainment, and even security [2] applications can be implemented by post-processing [3–5] such
electrical signals recorded from the human scalp. However, developing a BCI is a challenging task due
to the noisy and variable nature of the EEG signal itself. The lack of validation, design knowledge,
and analysis for such systems impede progress in this field. Even if there were inappropriate trials
to use mobile devices for such a problem [6], professional high-quality and high-resolution analog
front-ends are required to capture the non-stationary brain signals in microvolt ranges. With the
introduction of dedicated EEG low-noise programmable analog-to-digital converters (ADCs) such
as the ADS1298, such tasks can be achieved more easily. Professional and high-quality EEG capture
systems are available from multiple vendors such as G.Tec and TMSi, etc. Due to their more than four
thousand US dollar price (Table 1), these devices are not meant for general public use or entry-level
development and, thus, prevent wider BCI adoption and research. Furthermore, there is minimal
knowledge of design or operational information on how these devices are actually validated and
achieve their proclaimed specifications. Additionally, to our best knowledge, there are no compact
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EEG systems allowing the scaling and reconfiguration of hardware based on problem requirements
(up to 64 or more channels). Achieving this would help manage and reduce complexity and also,
minimize runtime costs.
Table 1. State-of-the-art professional brain–computer interface (BCI) systems.
System SamplingSpeed, Hz
# of
Channels Accuracy CPU Electrodes I/O CMRR Price €
g.tec [7]
Nautilus 500 64
24-bit, <60 nV
(LSB), <0.6 µV
RMS
TI DSP Active-dry/gel Wireless 2.4GHz/USB >90 dB >4.5 k
g.tec HIamp 38.4 k 256
24-bit, <60 nV
(LSB), <0.5 µV
RMS
TI DSP Active-dry/gel USB >90 dB >31 k
TMSi [8]
Mobita 2000 32 24-bit, <24 nV N/A Passive dry
Wi-Fi IEEE
802.11 b/g >100 dB N/A
TMSi [9]
Porti 2048 32
22-bit, <1 µV
RMS N/A Active-shielding
Bluetooth/
optic fiber >90 dB N/A
TMSi Refa 2048 136 22-bit, <1 µVRMS N/A Active-shielding Optic fiber >90 dB N/A
With respect to the previously mentioned problems, this paper presents a new low-cost modular
and vertically stackable development board that can be used for entry-level EEG signal acquisition.
Furthermore, the proposed design allows the system to be easily scalable and adapted to various
EEG tasks, while maintaining significant cost savings. Simple but effective validation methods are
presented for acquisition and overall design assessment.
The next sections of this paper give a more detailed review of the proposed solution. Section 2
reviews state-of-the-art designs and approaches found in the literature. Section 3 provides system
architecture view and discusses various technical decisions. Methods for system board evaluation and
validation, along with experiments are described in Section 4. Result review and comparison with
other similar systems are discussed in Section 5. Final conclusions and directions for the future are
presented in the last Section 6.
2. Related Work
More than a few papers exist that describe the developed prototypes of EEG acquisition systems.
F. Pinho et al. [10] presented a computationally powerful, wearable system with 32 active dry electrodes
(based on TLC272 precision op-amp) for long-term epileptic patient monitoring. The battery-powered
design featured a 24-bit resolution analog-to-digital conversion unit ADS1299 capable of sampling up
to 1 ksps. EEG data could be processed real-time on a dedicated 1 GHz ARM CPU or sent to a host
PC over Wi-Fi 802.11 b/g for analysis and post-processing. Even though the focus of the work was
to create a standalone system with a higher performance CPU, the maximum battery life of 25 h was
the main limitation while running under maximum load. Since the device was not optimized for size,
this required longer wires and use of active electrodes.
A similar approach was used by S. Feng [11] in designing their EEG acquisition system for solving
a steady state, visually evoked potentials (SSVEP) problem. A 16-channel cape for a Beagle Bone Black
development board (having an AM3358 ARM Cortex-A8 1 GHz CPU) has been developed with two
ADS1299 ADCs and capable of sampling at the speed of 1 ksps. The authors claimed their system was
superior due to its provided embedded processing power and ability to work up to 12 h on two lithium
batteries. However, while the produced cape consumed only 5% (101.2 mW) of the total required
power under maximum load, the use of such system for portable battery powered applications is
currently still a big challenge.
B. Senevirathna et al. [12] designed a low-cost 7-channel, small size and battery-powered EEG
solution for long-term monitoring of schizophrenic patients. The board used a single ADS1299 ADC
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that was controlled using SAM G55 microcontroller. Authors claimed their system captured analog
data at 250 Hz sample rate and sent it over Bluetooth using 230.4 k baud. The power consumption
of 69 mA was reported with all channels active. Similarly, T.T. Vo et al. [13] introduced a low-cost
8-channel EEG recording device for BCI applications. Having an STM32F4 microcontroller, a single
ADS1299, and capable of sending data over Bluetooth, the design was dedicated to favor small size and
low power usage. A sampling speed of 250 Hz was used to record EEG via wet, gold-cup electrodes.
Despite successful validation, both previously mentioned devices lack spatial resolution for EEG and
overall board expandability was not considered.
A new re-design for an ECG acquisition system featuring a 24-bit ADS1298 ADC was done by
D. Campillo [14]. The author interfaced the 8-channel analog-to-digital converter to an MSP430F5529
microcontroller running at 12 MHz. The presented system board was capable of sampling at 500 Hz
rate, the intrinsic channel noise (ICN) was 9 µV, and the common mode rejection ratio (CMRR) was
94 dB. The board was tested for more than 12 h of continuous use. The main limitation of the system
for EEG use was the lack of channels for good spatial resolution.
M. Wild et al. [15] presented a tiny 4-channel, in-ear proof of concept EEG acquisition device.
Built upon OpenBCI project ideas, authors designed a BCI board with ADS1299 ADC that was
interfaced using an Atmega328 microcontroller. The raw EEG data were sent over Bluetooth to remote
a PC host for processing. Another 16-channel EEG recording device using dry electrodes has been
developed by V. Nathan et al. [16] and tested with SSVEP, P300 speller, and motor imagery BCI tasks.
The recorded raw EEG data were sent to the host PC via Bluetooth for final processing.
3. System Architecture
This section gives a detailed overview of the main components along with the integration and
communication mechanisms that were used to develop the system board.
3.1. Analog Front-End
Designing a reliable, high-accuracy, precision analog front-end (AFE) is not a trivial task [17]
that is why commercial, off-the-shelf solutions should be considered first. There exist multiple AFE
devices in the market that are capable of discretizing the analog EEG signal. Since main brain EEG
oscillatory waves propagate in a low-frequency range of 0–40 Hz, a high-sampling performance AFE is
not required. Thus, the main focus should be directed to AFEs with a maximum number of supported
channels, noise reduction capabilities, and high acquisition resolution. E. Mastinu et al. [18] have
compared two popular production grade AFEs—ADS1299 and RHA2216—and found that they give
similar results, although slightly better noise performances and higher myoelectric pattern recognition
(MPR) accuracy was measured for the ADS1299. D. Acharya et al. reviewed an ADS1299 development
board produced by Texas Instruments [19] for EEG task. Based on the evaluation given in their paper
the ADS was recommended for EEG acquisition due to low power use, low input referred noise
(0.205 µVrms–6.5 µVrms), and overall improvement over provided features in same device segment.
In addition, the OpenBCI development board, which is popular among researchers [20] and
entry-level enthusiasts, uses the ADS1299 device for the AFE. According to M. Zieleniewska et al. who
compared OpenBCI to a top-class EEG amplifier from TMSi [21], the signal quality was comparable to
the commercial EEG amplifier and sufficient for research and advanced BCI applications despite the
board and electrode shielding problems.
Due to its extensive features, wide use in the industry, and many applications, the ADS1299 and
the alternative ADS1298 were selected as the AFE for the developed system. Free samples of the
ADS1298 were acquired from Texas Instruments.
The ADS1298/9 is a device [22] for biopotential measurements and medical instrumentation
(electrocardiogram (ECG), electromyogram (EMG) and EEG) with eight low-noise, programmable gain
amplifiers (PGAs) and eight high 24-bit resolution Delta-Sigma ADCs. The device has self-test,
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temperature, and lead-off detection mechanisms. Although similar and designed for the same
application, the main differences between the devices are given in Table 2.
Table 2. Main differences of ADS1298/9 devices.
Parameter ADS1298 ADS1299
Sample Rate (max), ksps 32 16
Input Type Differential or Single-ended Differential
Power Consumption, mW 6 41
Min analog voltage, V 2.7 4.75
SNR, dB 112 121
Max programmable gain 12 24
CMRR, dB −115 −110
3.2. Host Microprocessor
There are no general solutions for choosing the host processor for interfacing the AFE. In the
literature [10–21], depending on the use case and required computational performance, the host
processor ranges from microcontrollers to embedded microprocessors with 1 GHz or higher frequency.
It is inappropriate to choose high-performing CPU for such battery-powered EEG recording devices.
All intensive computations, such as machine learning should be carried out remotely on a host PC.
The CPU in this work was chosen so that the required maximum analog front-end sampling speed of
1 ksps and the communication with wireless device modules speed would be reached.
For the initial system version (Figure 1), an Atmega2560 microcontroller (MCU) has been selected
running at 16 MHz. Interrupt based serial peripheral interface (SPI) communication for ADC sampling
and data transmission over wireless connection has been implemented. Two ADS1298 AFEs were
tightly packed (top and bottom) on a single 4-layer printed circuit board (PCB) (Figure 2a) giving
a total of 16-channel EEG in the standalone system. Additional general purpose inputs-outputs
(GPIOs) were broken out by two headers. For wireless communications, two add-on boards were
used—Bluetooth 4.0 Low Energy HM-11 (top) and a popular ESP8266 Wi-Fi module (bottom).
Additionally, an accelerometer and gyroscope MPU 6050 module controlled over I2C bus was added
into the system. Local data storage was implemented using a micro SD card slot. The image of a
finished initial system board version can be seen in Figure 2b. The dimensions of the credit card sized
board are 10 cm × 5 cm.
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To achieve expandable and modular architecture, an SPI header was exposed on the PCB for
stacking additional boards up to a total count of four, thus, reaching a total of 64 EEG channels.
All ADS1298 devices were connected using the cascaded configuration mode (Figure 3). The other
supported “Daisy-Chain” configuration type was not acceptable due to limitation–inability to read
and write each ADS registers and was not used in this work.
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3.3. Wireless Communication
To decouple the system board from various AC and other noise ources, the EEG da a must
be sent to host PC over a wir less connection. Furthermore, wireless transfer is the main solution
for replacing long electrode cabl braids and limiting the cable swing introduced signal noises and
artifacts [23]. Multiple alternatives exist for such a task. The most ommon pproach is t s nd data
ove Bluetooth due to the very low power consumption of such technological devi es. Howev r,
the short connection range and low data rates (baud) are the main bot lenecks of this technique w en
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higher sample rate or higher count of EEG channels are used. Another approach is to use higher
bandwidth communication technologies [24] such as Wi-Fi 802.11. By employing Wi-Fi, the bottleneck
changes and then the limiting factor is the speed of the MCU.
Both technological approaches were used in the proposed EEG system. The Bluetooth component
was implemented using mini HM-11 BLE 4.0 module that is limited to a maximum baud of 230,400.
The Wi-Fi component was implemented using ESP8266-12E module via universal asynchronous
receiver-transmitter (UART) and SPI interfaces that are limited to maximum baud of 921,600 and MCU
speed, respectively. The required baud rate (Table 3) in bits for sending uncompressed EEG data of
different sampling speed Fs and number of EEG channels Nch can be computed using Equation (1):
Bw = 24·(Nch + 1)·Fs (1)
Table 3. Bandwidth requirements for raw electroencephalogram (EEG) data.
# of EEG Boards Sampling Speed, Hz # of Channels BAUD, BPS BLE 4.0 UART ESP8266 UART/SPI
1 250 16 96,000 Yes Yes/Yes
2 250 32 192,000 Yes Yes/Yes
2 500 32 384,000 No Yes/Yes
2 1000 32 768,000 No Yes/Yes
4 250 64 384,000 No Yes/Yes
4 500 64 768,000 No Yes/Yes
4 1000 64 1,536,000 No No/Yes
3.4. Electrode System and Head Cap
A prototype acrylonitrile butadiene styrene (ABS) plastic head cap (Figure 4a) based on the
popular open-source Ultracortex OpenBCI model was printed using a 3 D printer and used in tests.
The placement of electrodes in the head cap conforms to the international 10–20 electrode system.
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Figure 4. Headcap components (a) 3 D printed plastic head cap used for tests; (b) Electrode cap from
Florida Research Institute; (c) plastic electrode holder with a spring system.
Since gel-based electrodes require the application of conductive paste and tend to dry out when
used for prolonged times. Reusable dry type EEG electrodes (Figure 4b) from Florida Research Institute
were tested instead. Dry electrodes must have good contact with skin to limit resistance to 10 kΩ
or less [25]. Pressing the electrode against the skin surface tends to improve the contact with skin.
To prevent skin–electrode contact degradation (and thus impedance increase) and due to advances in
3 D printed part usage for EEG [26], a spring tension system (Figure 4c) for each electrode was used in
screwable socket type holders to hold the electrode in place.
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3.5. Accelerometer
The introduction of an accelerometer and gyroscope into the acquisition system allowed the
detection of artifacts in the EEG signal (as in Reference [27]) that were introduced due to the movement
of the patient. It is not always possible for the subject to stay still for long periods of time. Due to the
high component integration, it was optimal to use a pre-existing MPU-6050 module package for the
initial version of the system PCB.
3.6. Part Costs
The developed system consists of easily obtainable hardware parts. The initial goal was to design
the PCB from only the essential pieces that are required for an EEG acquisition board. Table 4 shows
the parts used, their prices, and a possible source for building a single board (16-channels) without
including manufacturing cost. To build a system with 64 channels, four such boards must be produced.
The total price for a single board is about 114 € at the time of writing this paper. This opens more
possibilities for researchers and the general public to experiment with BCI. These significant savings
come at the expense of performance and have no professional support for hardware and software.
Table 4. Bill of materials of a single EEG board.
Part# Item Usage Source Count Price/Pcs, Eur Total, Eur
1 4 layer PCB board Base for mounting SMT devices Seeed 1 8.00 8.00
2 ADS1298IPAG Analog front-end chip Mouser 2 31.00 62.00
3 ESP8266-12E Wi-Fi module ebay 1 1.40 1.40
4 MPU6050 GY-521 Accelerometer+gyro module ebay 1 0.92 0.92
5 Atmega2560 Main CPU ebay 1 4.20 4.20
6 HM-11 Bluetooth 4.0 module ebay 1 1.34 1.34
7 SN74LVCC3245 TTL to 3V3 level shifter Mouser 1 0.98 0.98
8 LM2664 Voltage inverter Mouser 1 0.73 0.73
9 MCP1825S 5 V LDO/0.5 A Mouser 1 0.50 0.50
10 MCP1825S-3V3 3.3 V LDO/0.5 A Mouser 1 0.50 0.50
11 MIC5219-2.5 2.5 V LDO/0.5 A Mouser 1 0.88 0.88
12 TPS72325 −2.5 V LDO/0.2 A Mouser 1 2.23 2.23
13 Other components Capacitors, resistors, diodes,buttons, pin headers, sockets Mouser 1 30.00 30.00
Total (€): 82.68 113.68
4. Evaluation
This section presents the EEG acquisition system board evaluation techniques and tests done to
validate the operational correctness. While there are methods to verify the system using high-priced
third-party test equipment [28], simpler techniques exist to assess the system. The proposed methods
are detailed in further sections. A stacked, four board system was validated with 64 electrodes.
Validation tests were done using a high-resolution (HR) mode with PGA gain of one and sample rate
of 500 Hz, while a 1 kHz sampling rate was used for Wi-Fi bandwidth evaluation.
4.1. Internal ADC Tests
The ADS1298 analog front-end device contains several internal operation modes for validating
the internal ADCs. Validation and calibration of ADCs are crucial for correct EEG recordings. The ADS
registers (CONFIG1, CONFIG2 and CONFIG3) were programmed to connect internal test signal
output to each channel ADC input (INT_TEST = 1). If the channel ADCs are working correctly,
the corresponding signal will be seen on each channel output. Three different signal generation modes
were tested: Slow 1 Hz square wave (TEST_FREQ = 0), fast 2 Hz square wave (TEST_FREQ = 1),
and “DC” mode which allowed a constant high voltage (VCC) to be set for each channel.
For each signal type, a several second recording has been captured using a 500 Hz sample rate.
An example of the 8-channel data from each test is shown in Figure 5. The recordings presented typical
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1 Hz and 2 Hz square waves and DC pattern. This allowed us to conclude that the ADCs were working
properly. To validate the system integrity, each time the ADS1298 was started the same signals were
used for device calibration.
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4.2. Lead-Off Detection
Lead-off detection allowed us to validate ADS function to properly recognize the addition or
removal of electrodes from the human scalp. This function ensures electrodes have contact with the
scalp skin before any EEG recording is made. Lead-off detection has been validated by enabling
lead-off detection for each of the EEG channels in ADS registers (LOFF_SENSP = 0xFF). The electrodes
were placed on the subject’s scalp, and the status of LOFF_STATP register was checked. The value
of 0xFF for the register was expected for proper subject skin contact and a value of 0x00 if all the
electrode leads were removed. Additionally, each individual channel was checked using the same
routine. The device passed lead-off detection test for all channels successfully.
4.3. EEG Capture Software
An open-source OpenBCI graphical user interface (GUI) was modified (Figure 6) to support
the board developed in this work. The GUI was used for monitoring, recording, and testing
purposes. All the raw EEG signal filtering (low-pass, high-pass, and notch filters for 50/60 Hz [29])
was implemented in the software. Support for up to 64 channels has been introduced along with
accelerometer data visualization.
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Figure 6. The OpenBCI graphical user interface (GUI) used for validating each ADS1298.
4.4. Teeth Clenching and Eye Blinks
One type of EEG signal artifacts that can be easily captured during a recording session is muscle
induced teeth clenching and eye blinks [30]. The existence of these unwanted artifacts allows us to
validate the sensitivity of the analog front-end. An EEG recording session has been initiated to see the
artifact influence on the system. For this reason, eight electrodes were placed on the subject’s scalp
(based on electrode placement system 10–20), and two different states were recorded: Teeth clenching
and eye blinks. The resultant EEG trace of the experiment is shown in Figure 7. Clenching artifacts are
clearly visible (samples 270–450) while harder to recognize eye blinks have notable periodic behavior
(samples 525–700). The recording shows that the analog front-end is susceptible to muscle movement
artifacts and also, confirms the sensitivity of the system.
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Figure 7. Teeth clenching and eye-blink test EEG signals.
Sensors 2018, 18, 2140 10 of 17
4.5. Alpha Waves
Another common technique for EEG recording system validation is to analyze alpha waves [31].
These waves can be recorded in a wakeful human subject during relaxation when the subject’s eyes
are closed.
Detection and recording of alpha waves were tested by connecting electrodes (O1, Oz, O2 from
10–20 electrode placement system) to the subject’s scalp and asking them to relax, open their eyes for
30 s and then, to stay relaxed with closed eyes for one minute. During the closed eyes interval an
increased activity in the 7.5–12.5 Hz region in frequency domain showed a typical alpha wave signal
(Figure 8) of the brain occipital lobe area. The acquired results proved that the system was able to
successfully record EEG signal of such phenomenon.
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4.6. ECG Signal etection
One of the simpler tests that can be initiated to validate any instru ental A C is to record the
activity of the heart (electrocardiogra or ECG). A healthy patient ECG was recorded using three
leads. n exa ple of a 78 bp ECG diagra is sho n in Figure 9. Typical periodic QRS complexes
are visible in the 2 eak si l, ic t s r f ti i f .
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Figure 9. ECG signal recorded using the developed board.
4.7. Input Referred Noise
Input referred noise is each channel’s characteristic showing the noise generated by internal
ADS1298 chip circuitry and ADCs. The noise level for each channel was checked by shorting all
channels inputs via ADS1298 register CHnSET = 1 (where n = 1 to 8) configuration and recording the
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noise floor for 10 s to a micro SD card using different PGA and sampling rate settings. The averages of
each channel noise are given in Table 5.
An example of noise floor recording for a single channel is given in Figure 10. The average channel
input-referred noise value for this signal was 6.59 µVpp.
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Table 5. Average channel input-referred noise µVpp.
Sampling Frequency Fs, Hz
PGA
1 2 3 4 6 8 12
32,000 2876 1883 937 753 617 357 283
16,000 710 285 152 152 101 66 48.83
8000 118 43.90 33.62 33.09 21.65 15.66 11.54
4000 47.49 27.70 15.41 11.49 11.08 10.72 8.94
2000 31.70 13.88 10.25 10.25 6.32 5.70 5.74
1000 16.56 8.67 7.82 6.04 4.55 5.23 3. 8
500 14.85 5.92 4.92 4.77 3.94 3.13 2.87
It can be seen that the noise is ef ectively cancel ed as the sampling rate is decreasing (due to
averaging done by ADS). A maximum noise decrease of around 18 3/5.92 = 318 ti es has been
observed for PGA = 2. i sa li fre e c is not required for EE applications, so rates up to
1 kHz are more than enough to confidently capture brain oscillations in 7–30 Hz range. Further, hig
gain value allows a reduction in the inpu -r ferred noise. A maximu noise reduction of around
710/48.83 = 14.5 times has b en seen i experiments for Fs = 16 kHz.
4.8. S R and Precision
Signal-to-noise ratio (S ) sho s the ability of the syste to discern effective signals from
background noise. hen orking ith EE signals, it is a require ent to have as high an SNR as
possible since the valuable signal is in the same icro-volt range as the noise. The SNR in decibel scale
is defined as shown in Equation (2):
SNR = 20 log10
(Asignal
Anoise
)
, (2)
where the Asignal and Anoise are the root-mean-square (RMS) amplitudes of the signal and noise
respectively. To evaluate the SNR of the designed system, an EEG recording experiment was conducted.
First, a noise signal of 1 min length was recorded on all ADS1298 channels using 250 Hz sampling
speed, and the average noise RMS amplitude was calculated from all data. Next, a known a plitude
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effective 10 Hz sine signal was generated as input on each channel, and the same length recordings were
taken. These acquired signals were used to calculate the average RMS amplitude and finally, the SNR
value. The input sine signal amplitude was scaled from 0 dB (100% VCC) to −100 dB (0.001% VCC)
to fully capture system behavior for very large and very small signals. The same technique was
repeated for 500 Hz sample rate. Results of the experiment are shown in Figure 11. It can be noted,
that over 100 dB SNR is reached for input signals whose amplitude is greater than −12 dB (>25% VCC).
For typical 10–100 µV (−100 dB to −80 dB) EEG signals the SNR value varies from 12 dB to 35 dB.
A lower sampling rate gives higher SNR due to higher ADS1298 signal averaging/oversampling
(noise cancellation).
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Figure 11. Signal-to-noise ratio (SNR) evaluation results.
ADC precision evaluation used the same previously recorded data. Each of the recorded signal
samples was compared with the original sine input signal values to find the conversion error. Results
of this experiment can be seen in Figure 12. The average obtained error was 0.07% with a 0.22%
standard deviation. The obtained results show a good match with the ones published in official TI
ADS1298 datasheet and allows us to qualify the system as a properly working device.
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4.9. Common Mode Rejection Ratio
The ability to reject common mode signal is crucial for EEG recording systems. A higher common
mode rejection ratio (CMRR) ensures that less common-mode signals will appear in the measurements.
CMRR is a property of a differential amplifier [32]. The output of such an amplifier can be modeled as
a sum of differential and common mode components as shown in Equation (3):
Vout = AdVin + AcmVcm, (3)
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where the Ad is the differential and Acm is common mode gains expressed as Equations (4) and (5),
respectively:
Ad ≈ Vout/Vin, (4)
Acm ≈ Vout/Vcm (5)
where
Vin =
(
Vp −Vn
)
, (6)
Vcm =
(
Vp + Vn
)
/2 (7)
with Vp being the voltage on positive input and Vn being the voltage on negative input. While Acm = 0
and Ad → ∞ for ideal amplifiers. In real applications the Acm 6= 0 and Acm  Ad. Equation (5)
equality holds only when the same common mode signal is fed to both amplifier inputs as the
differential gain component is eliminated due to Vin → 0 . CMRR can be calculated by evaluating
Equation (8):
CMRR = 20 log
(
Ad
Acm
)
. (8)
The test was performed by connecting each channel differential inputs INxP, INxN (for x = 1, 8)
and generating an external fixed frequency sine input common mode signal. The voltages were
measured, and the average CMRR computed using Equation (8). The test was done for different gain
values 1, 2, 4, 12 and frequencies FROM 1 Hz to 1 kHz. Results of CMRR evaluation can be seen in
Figure 13.
Sensors 2018, 18, x FOR PEER REVIEW  13 of 17 
 
Acm ≈ Vout/Vcm (5) 
where 
Vin = (Vp − Vn), (6) 
Vcm = (Vp + Vn)/2 (7) 
with Vp being the voltage on positive input and Vn being the voltage on negative input. While Acm =
0 and Ad → ∞ for ideal amplifiers. In real applications the Acm ≠ 0 and Acm ≪ Ad . Equation (5) 
equality holds only when the same common mode signal is fed to both amplifier inputs as the 
differential gain component is eliminated due to Vin → 0. CMRR can be calculated by evaluating 
Equation (8): 
CMRR = 20 log (
Ad
Acm
). (8) 
The test was performed by connecting each channel differential inputs INxP, INxN (for x = 1,8̅̅ ̅̅ ) 
and generating an external fixed frequency sine input common mode signal. The voltages were 
measured, and the average CMRR computed using Equation (8). The test was done for different gain 
values 1, 2, 4, 12 and frequencies FROM 1 Hz to 1 kHz. Results of CMRR evaluation can be seen in 
Figure 13. 
 
Figure 13. Common-mode rejection ratio (CMRR) measurement results. 
Test results show that the increase in gain from 1 to 12 allows a ~15 dB better rejection ratio for 
1–10 Hz signals to be achieved despite a much quicker decline seen from 15 Hz to 1 kHz. It should 
be noted, that the smallest gain value of one provides a stable CMRR of ~97 dB for signals up to ~70 
Hz. To achieve the highest stable CMRR for EEG signals in 7–30 Hz frequency range, a gain value of 
four should be used. 
5. Discussion 
The implemented system exposes similar characteristics to other state-of-the-art 
implementations while introducing new expandability features. The summary of functionality and 
comparison between other systems found in the literature is given in Table 6. 
  
Figure 13. Common-mode rejection ratio (CMRR) measurement results.
Test results show that the increase in gain from 1 to 12 allows a ~15 dB better rejection ratio for
1–10 Hz signals to be achieved despite a much quicker decline seen from 15 Hz to 1 kHz. It should be
noted, that the smallest gain value of one provides a stable CMRR of ~97 dB for signals up to ~70 Hz.
To achieve the highest stable CMRR for EEG signals in 7–30 Hz frequency range, a gain value of four
should be used.
5. Discussion
The implemented system exposes similar characteristics to other state-of-the-art implementations
while introducing new expandability features. The summary of functionality and comparison between
other systems found in the literature is given in Table 6.
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Table 6. Comparison with existing boards.
Property Proposed System Pinho et al. [10] Campillo et al. [14] Boquete et al. [33] Myung et al. [24]
Modular Yes No No No No
Channels 64 32 8 8 16
Sampling
frequency, Hz 1000 1000 500 400 512
Electrodes Passive dry Active dry Passive dry Ag/AgCladhesive Wet gel
Resolution, bits 24 24 12 12 24
I/O BLE 4.0, Wi-Fi 802.11 b/g/n Wi-Fi 802.11 b/g/n UART Zig-bee 802.15.4 Wi-Fi 802.11 d
CPU Atmega2560 DM3730 MSP430 Atmega2560 STM32F103
Clock frequency,
MHz 16 1000 12 16 72
CMRR, dB −110 −115 −94 - -
Max gain 12 24 12 10 k -
Datastore MicroSD MicroSD No No No
Local processing No Yes No No No
Power, mAh 250 500 - 100 80
It should be noted, that most of the systems are designed to be non-expandable/modular from the
start. Having a configurable system allows scale on demand and control to be achieved, minimizing
the complexity for each problem. Thus, modularity has been taken into account while designing the
proposed system. Since ADS1298 can to be easily cascaded, such chip property was exploited.
Furthermore, EEG applications require a moderate number of electrodes to reliably capture brain
oscillations. High-end commercial systems are capable of recording 256 channels EEG. However,
this creates a significant complexity and is harder to analyze and process later. The proposed design
incorporates a configurable number of available channels, up to 64 (four stacked boards) while starting
from eight channels (single sided board). Such an electrode count is commonly used in literature for
capturing EEG data with adequate head scalp coverage.
Some of the compared systems use active electrodes instead of passive or active shielding to
remove cable swing/movement induced artifacts. The 3D printed head cap allows the minimization of
the length of cables and to fix them into position, thus, also limits movement-related artifacts. To fully
suppress such artifacts, a switch from passive to active electrodes should be made. Since ADS1298 is
not designed to work with an external pre-amplification stage, other AFE solutions will be necessary.
The maximum sampling resolution is denoted by the AFE used for each device. Currently, a lot of
the devices use a 24-bit AFE to record fine details of the EEG signal. However, it is hard to reach such
high discretization resolution due to various PCB designs and physical issues. So, the real resolution is
usually much lower due to noise in the least significant bits (LSBs).
Depending on the application the EEG signal processing can be done online or offline. Since
mobile EEG devices usually run off battery power (to avoid additional common-mode and other noise
from power sources), the power usage must be minimized. Selection of a low-power microprocessor,
such as Atmega2560, running at 16 MHz and drawing ~30 mA@5 V on full load still allowed the
required 1 kSPS bandwidth to be handled from 8x ADS1298. The power consumption of 8x ADS1298
was ~48 mA@5 V and MPU 6050 accelerometer ~2 mA@5 V, while the most energy was wasted for the
Wi-Fi connection ~170 mA@3.3 V. This added up to 250 mAh for the whole four board stack running at
maximum load. With a typical 3000 mAh LiPo battery, the system can function up to 12 h.
Maintaining a cost-efficient solution, while providing sufficient quality, is an important topic
worth discussion. Since the first-ever EEG devices were made, the most critical analog system part
has shrunk and has been embedded inside the silicon chip of the ADC, such as ADS1298. By doing
this, higher quality for noise suppression and other parameter controls were achieved. In addition,
the integration part got simpler since the microprocessor only needs to interface with the ADC chip.
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The bill of materials (BOM) has shrunk, and the most expensive part of the EEG system is the ADC
chip itself. With the increasing integration level, the future of EEG systems could evolve into a single
programmable chip. With this extreme level of integration, further finer control of acquisition system
properties could be achieved.
6. Conclusions
This paper presented a modular biopotential acquisition system design capable of recording up to
64 EEG channels by exploiting a novel, stackable configuration. Full board tests have been completed,
and results showed correct working behavior of each of the system components. The selected system
architecture and ADC chip for EEG acquisition proved to be a successful choice for building a compact
and modern system. The proposed simple evaluation techniques allowed the system ability to correctly
and effectively capture EEG signal to be validated while it also gave needed feedback for further
development of the board.
Past internal ADC tests were the initial step for verifying device correctness. An in-range to
official ADS1298 datasheet input referred noise value of 6.59 µVpp and average CMRR of −97 dB in
0–70 Hz band was received in other performed tests. The ability to correctly capture EEG alpha waves
phenomenon or ECG, also signaled that the system was working as expected. A 12–35 dB SNR for
10–100 uV EEG signals and greater than 100 dB SNR for signals with amplitudes bigger than 25% VCC
were measured during experiments. SNR and precision were found to closely match the proclaimed
device characteristics as stated in official Texas Instruments datasheet. With a maximum power
consumption of ~250 mAh on full load and more than 10 times lower cost (compared to commercial
devices), the proposed system can be a portable device for cEEG or ECG acquisition and monitoring.
System comparison with other developed boards found in literature showed similar or better
performance. However, compared to commercial grade hardware, the system lacked better noise
suppression, and further improvements are needed. Since enhanced noise suppression is required for
such high-resolution, AFEs further research and development will be directed towards active electrode
implementation and shielding.
Author Contributions: T.U. designed the EEG recording system and implemented test software, executed
experimental work, analyzed the results, drafted the initial draft and did revisions to the final manuscript version.
V.J. supervised research, analyzed the results, provided feedback and gave recommendations, revised the draft
and approved the final version of the manuscript.
Funding: This research received no external funding.
Acknowledgments: We would like to present our thanks to the anonymous reviewers for their helpful comments.
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Rashid, N.; Iqbal, J.; Javed, A.; Tiwana, M.I.; Khan, U.S. Design of Embedded System for Multivariate
Classification of Finger and Thumb Movements Using EEG Signals for Control of Upper Limb Prosthesis.
BioMed Res. Int. 2018, 2018, 2695106. [CrossRef] [PubMed]
2. Damaševicˇius, R.; Maskeliu¯nas, R.; Kazanavicˇius, E.; Woz´niak, M. Combining Cryptography with EEG
Biometrics. Comput. Intell. Neurosci. 2018, 2018, 1867548. [CrossRef] [PubMed]
3. Liu, A.; Chen, K.; Liu, Q.; Ai, Q.; Xie, Y.; Chen, A. Feature Selection for Motor Imagery EEG Classification
Based on Firefly Algorithm and Learning Automata. Sensors 2017, 17, 2576. [CrossRef] [PubMed]
4. Planelles, D.; Hortal, E.; Costa, Á.; Úbeda, A.; Iáez, E.; Azorín, J.M. Evaluating Classifiers to Detect Arm
Movement Intention from EEG Signals. Sensors 2014, 14, 18172–18186. [CrossRef] [PubMed]
5. Tang, Z.; Sun, S.; Zhang, S.; Chen, Y.; Li, C.; Chen, S. A Brain-Machine Interface Based on ERD/ERS for an
Upper-Limb Exoskeleton Control. Sensors 2016, 16, 2050. [CrossRef] [PubMed]
6. Blum, S.; Debener, S.; Emkes, R.; Volkening, N.; Fudickar, S.; Bleichner, M.G. EEG Recording and Online
Signal Processing on Android: A Multiapp Framework for Brain-Computer Interfaces on Smartphone.
BioMed Res. Int. 2017, 2017. [CrossRef] [PubMed]
Sensors 2018, 18, 2140 16 of 17
7. G.tec Medical Engineering Gmbh, Products. Available online: http://www.gtec.at/Products (accessed on
26 June 2018).
8. Askamp, J.; van Putten, M.J.A.M. Mobile EEG in epilepsy. Int. J. Psychophysiol. 2014, 91, 30–35. [CrossRef]
[PubMed]
9. Twente Medical Systems International, Products. Available online: https://www.tmsi.com/products
(accessed on 26 June 2018).
10. Pinho, F.; Correia, J.H.; Sousa, N.J.; Cerqueira, J.J.; Dias, N.S. Wireless and wearable EEG acquisition platform
for ambulatory monitoring. In Proceedings of the IEEE 3nd International Conference on Serious Games and
Applications for Health (SeGAH), Rio de Janeiro, Brazil, 14–16 May 2014; pp. 1–7. [CrossRef]
11. Feng, S.; Tang, M.; Quivira, F.; Dyson, T.; Cuckov, F.; Schirner, G. EEGu2: An embedded device for
brain/body signal acquisition and processing. In Proceedings of the International Symposium on Rapid
System Prototyping (RSP), Pittsburgh, PA, USA, 1–7 October 2016; pp. 1–7. [CrossRef]
12. Senevirathna, B.; Berman, L.; Bertoni, N.; Pareschi, F.; Mangia, M.; Rovatti, R.; Setti, G.; Simon, J.; Abshire, P.
Low cost mobile EEG for characterization of cortical auditory responses. In Proceedings of the 2016
IEEE International Symposium on Circuits and Systems (ISCAS), Montreal, QC, Canada, 22–25 May 2016;
pp. 1102–1105. [CrossRef]
13. Vo, T.T.; Nguyen, N.P.; Vo Van, T. WEEGEE: Wireless 8-Channel EEG Recording Device. In Proceedings of
the BME 2017: 6th International Conference on the Development of Biomedical Engineering in Vietnam
(BME6), Ho Chi Minh, Vietnam, 27–29 June 2017; Volume 63, pp. 621–625. [CrossRef]
14. Campillo, D.; Guardarrama, R.; González, R.; Rodríguez, J.; Jiménez, D. A real time ECG preprocessing
system based on ADS1298. In Proceedings of the Computing in Cardiology, Zaragoza, Spain,
22–25 September 2013; pp. 947–950.
15. Wild, M.; Pegan, R. Wearable Bluetooth Brain-Computer Interface for Detection and Analysis of
Ear-EEG Signals. 2015. Available online: https://www.semanticscholar.org/paper/Wearable-Bluetooth-
Brain-Computer-Interface-for-and-Wild-Pegan/bae82d84b4384bd86cf942139ac9a45326f3083d (accessed on
26 June 2018).
16. Nathan, V.; Wu, J.; Zong, C.; Zou, Y.; Dehzangi, O.; Reagor, M.; Jafari, R. A 16-channel bluetooth enabled
wearable EEG platform with dry-contact electrodes for brain computer interface. In Proceedings of the 4th
Conference on Wireless Health (WH ’13), Baltimore, MD, USA, 1–3 November 2013; ACM: New York, NY,
USA, 2013. [CrossRef]
17. Consul-Pacareu, S.; Mahajan, R.; Abu-Saude, M.J.; Morshed, B.I. NeuroMonitor: A low-power, wireless,
wearable EEG device with DRL-less AFE. IET Circuits Devices Syst. 2017, 11, 471–477. [CrossRef]
18. Mastinu, E.; Ortiz-Catalan, M.; Håkansson, B. Analog front-ends comparison in the way of a portable,
low-power and low-cost EMG controller based on pattern recognition. In Proceedings of the 37th Annual
International Conference of the IEEE Engineering in Medicine and Biology Society (EMBC), Milan, Italy,
25–29 August 2015; pp. 2111–2114. [CrossRef]
19. Acharya, D.; Rani, A.; Agarwal, S. EEG data acquisition circuit system based on ADS1299EEG FE.
In Proceedings of the 4th International Conference on Reliability, Infocom Technologies and Optimization
(ICRITO) (Trends and Future Directions), Noida, India, 2–4 September 2015; pp. 1–5. [CrossRef]
20. Spicer, R.; Anglin, J.; Krum, D.M.; Liew, S.L. REINVENT: A low-cost, virtual reality brain-computer
interface for severe stroke upper limb motor recovery. In Proceedings of the 2017 IEEE Virtual Reality
(VR), Los Angeles, CA, USA, 18–22 March 2017; pp. 385–386. [CrossRef]
21. Zieleniewska, M.; Chabuda, A.; Biesaga, M.; Kus´, R.; Durka, P. ADS 1299-based open hardware amplifier
from OpenBCI.com: Signal quality for EEG registration and SSVEP-based BCI. In Proceedings of the 3rd
International Congress on Neurotechnology, Electronics and Informatics (Neurotechnix), Lisbon, Portugal,
16–17 November 2015.
22. Texas Instruments. ADS129x Low-Power, 8-Channel, 24-Bit Analog Front-End for Biopotential
Measurements. Available online: http://www.ti.com/lit/ds/symlink/ads1298.pdf (accessed on
11 May 2018).
23. Symeonidou, E.R.; Nordin, A.D.; Hairston, W.D.; Ferris, D.P. Effects of Cable Sway, Electrode Surface
Area, and Electrode Mass on Electroencephalography Signal Quality during Motion. Sensors 2018, 18, 1073.
[CrossRef] [PubMed]
Sensors 2018, 18, 2140 17 of 17
24. Myung, B.; Yoo, S. Development of 16-channels Compact EEG System Using Real-time High-speed Wireless
Transmission. Engineering 2013, 5, 93. [CrossRef]
25. Lopez-Gordo, M.A.; Sanchez-Morillo, D.; Valle, F.P. Dry EEG Electrodes. Sensors 2014, 14, 12847–12870.
[CrossRef] [PubMed]
26. Krachunov, S.; Casson, A.J. 3D Printed Dry EEG Electrodes. Sensors 2016, 16, 1635. [CrossRef] [PubMed]
27. Massai, S.; Routhu, S.; Wright, D.; Moon, K.S.; Ozturk, Y.; Lee, S.Q. A Wireless Visual Attention Brain Signal
Monitoring System. MATEC Web Conf. 2015, 32, 04005. [CrossRef]
28. Toresano, L.O.H.Z.; Wijaya, S.K.; Prawito Sudarmaji, A.; Badri, C. Data acquisition system of 16-channel
EEG based on ATSAM3X8E ARM Cortex-M3 32-bit microcontroller and ADS1299. AIP Conf. Proc. 2017,
1862, 030149. [CrossRef]
29. Dehzangi, O.; Farooq, M. Portable Brain-Computer Interface for the Intensive Care Unit Patient
Communication Using Subject-Dependent SSVEP Identification. BioMed Res. Int. 2018, 2018. [CrossRef]
[PubMed]
30. Liao, L.D.; Wu, S.L.; Liou, C.H.; Lu, S.W.; Chen, S.A.; Ko, L.W.; Lin, C.T. A Novel 16-Channel Wireless System
for Electroencephalography Measurements with Dry Spring-Loaded Sensors. IEEE Trans. Instrum. Meas.
2014, 63, 1545–1555. [CrossRef]
31. Chen, J.; Li, X.; Mi, X.; Pan, S. A high precision EEG acquisition system based on the CompactPCI platform.
In Proceedings of the 2014 7th International Conference on Biomedical Engineering and Informatics, Dalian,
China, 14–16 October 2014; pp. 511–516. [CrossRef]
32. Analog Devices. Op Amp Common-Mode Rejection Ratio. Available online: http://www.analog.com/
media/en/training-seminars/tutorials/MT-042.pdf (accessed on 11 May 2018).
33. Boquete, L.; Ascariz, J.M.R.; Cantos, J.; Barea, R.; Miguel, J.M.; Ortega, S.; Peixoto, N. A portable wireless
biometric multi-channel system. Measurement 2012, 45, 1587–1598. [CrossRef]
© 2018 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).
